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FOREWORD 


This  Applications  Technical  Doeioaenteay  Report  covers  all  work  performed 
under  Contract  AF33(6^7)-710U  from  5  Septemher  I961  to  31  December  1962. 

The  manuscript  was  released  by  the  author  on  28  February  1963  for  publi¬ 
cation  as  an  ASD  Technical  Documentary  Report. 

This  contract  with  the  V.  R.  Grace  &  Co.,  Research  Division  of  Clarksville, 
Maryland,  was  initiated  under  ASD  Project  7-838,  "Reproducible  Thermistor 
Refinement  Program".  It  was  administered  under  the  direction  of  Lieutenant 
T.  Bailey,  Electr<»ics  Engineer,  Aeronautical  Systems  Division,  Wri^t- 
Patterson  Air  Force  Base,  Ohio. 

Dr.  M.  C.  Vanik  of  W.  R.  Grace's  Washington  Research  Center,  Inorganic 
Chemical  Research  Department,  was  the  stqpervlsor  In  charge.  Others  who 
cooperated  In  the  research  and  In  the  preparation  of  the  report  were: 

Dr.  H.  G.  Sanchez,  Director  of  Inorganic  Chemical  Research  Depsnrtment; 

Dr.  W.  T.  Barrett,  Fozmer  Director  of  Inorganic  Chemical  Research; 

Mr.  J.  E.  Herrera,  Chemist,  Inorganic  Chmalcal  Research  Department; 

Mr.  E.  M.  Glocker,  Manager  Research  Statistics,  Economic  Evaluation  Depeurt- 
ment;  Mr.  S.  E.  Ketner,  Statistician,  Eccnomlc  Evaluation  Depsnrtment  and 
Miss  B.  B.  White,  Assistant  Llbraian,  Research  Services  Depsurtment. 

This  project  has  been  accomplished  as  a  peurt  of  the  Air  Force  Manufacturing 
Methods  Program.  The  primary  objective  of  the  Air  Force  Manufacturing 
Methods  Program  Is  to  develop,  on  a  timely  basis,  manufacturing  processes, 
techniques  and  equipment  for  \ise  in  economical  production  of  DSAF  materials 
and  components.  The  program  encooqpasses  the  following  technical  enreaus: 

Rolled  Sheet,  Forgings,  Extrusions,  Ccustings,  Fiber  &  Power  Metallurgy, 
Component  Fabrication,  Joining,  Forming,  Materials  Remove^., 

Fuels,  Lubricants,  Ceramics,  Graphites,  Non-lietalllc  Structured  Materlsds, 
Solid-State  Devices,  I^slve  Devices,  Thermionic  Devices 

Your  comments  are  solicited  on  the  potentlsd  utilization  of  the  Information 
contained  herein  as  applied  to  your  present  da*  future  production  programs. 
Suggestions  concerning  additional  Manufacturing  Methods  development  required 
on  this  or  other  subjects  will  be  appreciated. 
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REPRODUCIBLE  THERMISTOR  REFINEMENT  PROGRAM 


Milton  C.  Vanik 
et  al 

W.  R.  Grace  &  Co. 
Research  Division 


Gold-doped  monocrystalline  silicon  exhibits  temperature-resistivity 
behavior  suitable  for  making  highly  reproducible,  predictable  and 
sensitive  thermistors.  Two  types  of  thermistors  were  developed  with 
reproducibilities  of  ±2^  and  operable  ranges  including  -85  to  +200“C. 
Manufacturing  methods  were  developed  and  demonstrated  on  an  unbalanced 
pilot  line. 

A  literature  survey  indicated  that  specially  doped  silicon  or  germa¬ 
nium  offer  the  best  possibilities  of  being  used  as  single -crystal 
semiconductor  thermistors.  Silicon  was  chosen  for  development  on 
the  basis  of  energy  gap,  purity,  resistivity,  and  availability. 

Many  elements  were  screened  as  possible  silicon  thermistor  dopants. 
These  include  gold,  copper,  silver,  nickel,  iron,  zinc,  platinum, 
manganese,  and  thallium.  Only  gold  in  both  P-  and  N-type  silicon 
gave  products  suitable  for  use  in  the  -85  to  +2CX)*C  range. 

Gold-doped  N-type  silicon  produces  a  high  resistivity  thermistor 
material  with  nearly  linear  log^vs_^  response  in  the  range 

-85*0  to  +200'’C.  This  material  has  a  temperature  coefficient  of 
resistivity  of  -7/^  per  degree  at  25"C.  It  is  most  suitable  for 
hi^  temperature,  narrow  range,  hi^  sensitivity  applications. 

Gold-doped  P-type  silicon  is  a  lower  resistivity  thermistor  material 
with  linear  log ^ vs  1  behavior  over  the  range  of  -85  to  about 

50°C.  The  temperatiure  coefficient  of  resistivity  of  this  material 
is  -U.55^  per  degree  at  25‘’c;: 

A  statistical  study  was  completed  comparing  float  zone  leveled 
with  diffused  gold-doped  thermistor  silicon.  The  float  zone- 
leveling  process  produces  the  better  product. 
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ABSTRACT 


Forming  of  ohmic  and  mechanically  strong  contacts  to  the  thermistor 
silicon  Is  extremely  Important.  Stability  of  the  thermistors  is 
very  dependent  upon  these  contacts. 

Manufacturing  processes  encompassing  2h  steps  for  gold-doped  N-type 
thermistors  and  28  steps  for  gold-doped  P-type  thermistors  have  been 
established.  An  unbalanced  pilot  line  was  sel  up  and  operated  accord¬ 
ing  to  these  processes.  A  demonstration  run  was  completed  for  the  Air 
Force  contract  officer. 


Six  hundred  samples  were  produced  on  this  pilot  line  and  sent  to  the 
Air  Force  for  distribution.  Many  of  these  samples  are  within  ±1^  of 
a  standard  curve.  All  are  within  contract  specifications  of  ±2/t. 

These  thermistors  should  be  useful  In  any  application  which  calls 
for  precise  and/or  closely  matched  thermistors. 
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I  INTRODUCTION 


Conventional  thermistors  are  now  made  from  transition  metal  oxides 
hy  ceramic  techniques.  These  metal  oxides  are  semiconductors.  Their 
electrical  resistance  decreases  as  they  are  heated.  Dozens  of  other 
semiconductor  materials  could  conceivably  be  used  in  place  of  the 
present  thermistors  as  temperature-sensing  devices.  However,  a 
material  that  is  to  be  selected  for  thermistor  use  should  have  ade¬ 
quate  sensitivity  to  temperature,  reproducibility,  and  reliability. 

Probably  the  purest  and  most  reproducible  semiconductor  materlad.B 
available  today  are  the  large  single  crystals  of  silicon  and  germa¬ 
nium  that  are  used  in  the  manufacture  of  electronic  devices  such  as 
transistors  and  diodes.  Silicon  crystals  often  contain  electrically 
active  impurities  as  low  as  one  ppb  or  less. 

The  objective  of  this  project  is  the  development  of  manufacturing 
methods  and  the  pilot  plant  production  of  thermally  sensitive  devices 
which  take  advantage  of  the  high  reliability  euid  reproducibility  offer¬ 
ed  by  large  single-crystal  semiconductors. 
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II  DISCUSSION 


I.  Objectives 

The  main  interest  of  this  effort  was  to  develop  manufacturing 
methods  for  thermally  sensitive  semiconductor  devices  from  a  mono- 
crystalline  semiconductor  approach.  These  single  crystalline  therm¬ 
istors  were  to  be  highly  reproducible,  predictable  and  sensitive. 

A  pilot  line  capability  was  to  be  developed,  capable  of  producing 
as  many  as  14^,000  units  per  month  when  operated  on  a  balanced  basis. 

The  design  and  construction  of  the  elements  was  to  facilitate  quantity 
production  at  a  reasonable  cost.  The  effort  was  to  Include  an  evaluation 
of  all  existing  semiconductors,  either  single  element  or  Junction,  as 
possible  thermistor  replacements  and  the  exploration  of  temperature 
dependency  in  new  semiconductor  materials. 

The  desired  operating  range  of  the  thermistors  was  to  be  -85°C 
to  +200'’C  with  the  resistivity  range  as  broad  as  possible.  The 
temperature  coefficient  of  resistance  was  to  be  comparable  or  larger 
than  the  TC  of  commercial  thermistors  and  still  satisfy  the  require¬ 
ments.  The  25°C  resistance  value  was  to  be  reproducible  within  ±2^t 
between  units  of  the  same  nominal  resistance  value.  A  temperature- 
resistance  curve  from  unit  to  unit  was  to  be  reproducible  within 
±2i>  throughout  the  temperature  range  of  -85  to  +200°C.  The  operat¬ 
ing  life  objective  was  5000  hours  when  the  elements  are  maintained 
at  any  static  temperature  within  the  range  of  -85° C  to  +200“C. 
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2. 


Basic  Accomplishments 


A  literature  survey  Indicated  that  specially  doped  silicon 
or  germanium  offer  the  best  possibility  of  being  used  as  a  single - 
crystal  semiconductor  thermistor.  Silicon  was  chosen  for  develop  - 
ment  on  the  basis  of  energy  gap,  purity,  resistivity  and  availability. 
Many  elements  were  screened  as  possible  silicon  dopants j  these  Include 
gold,  copper,  silver,  nickel.  Iron,  zinc,  platinum,  manganese,  and 
thallium.  O^y  gold  In  both  B-  and  N-type  silicon  gave  products  suit¬ 
able  for  use  In  the  -85  to  +200° C  range. 

Gold-doped  N-type  silicon  produces  a  high  resistivity  thermistor 
material  with  nearly  linear  logyO  vs  1/t  response  in  the  range  of  -85 
to  +200°C.  This  material  has  a  temperature  coefficient  of  resistivity 
of  -7^  per  degree  at  25°C.  It  Is  most  suitable  for  high  temperature, 
narrow  range,  high  sensitivity  applications.  Gold-doped  P-type  silicon 
is  a  lower  resistivity  thermistor  material  with  nearly  linear  log^ 
vs  1/T  behavior  over  the  range  of  -85  to  about  50°C.  The  temperature 
coefficient  of  resistivity  of  this  material  is  -4.5^^  per  degree  at 
25°C. 


A  statistical  study  was  completed  con^iaring  float  leveled  with 
the  diffused  gold-doped  thermistor  silicon.  The  float-zone  leveling 
process  produces  a  better  product. 

Forming  of  ohmic  and  mechanically  strong  contacts  to  the  thermistor 
silicon  Is  extremely  important.  Stability  of  thermistors  is  very 
dependent  upon  the  contacts.  In  the  case  of  P-type  silicon,  contacts 
were  made  by  vacuum  depositing  aluminum  on  the  gold-doped  silicon, 
alloying  the  aluminum  Into  the  silicon  at  elevated  temperatures,  and 
then  nickel-plating  and  soldering  the  leads.  Contacts  to  N-type 
gold-doped  silicon  thermistors  were  made  by  either  simple  nickel- 
plating  or  with  subsequently  soldering  of  the  leads,  or  by  first  applying 
a  sub-layer  of  antimony,  alloying,  nickel-plating,  and  soldering 
the  leads. 

Manufacturing  processes  encompassing  24  steps  for  gold-doped 
N-type  thermistors  and  28  steps  for  gold-doped  P-type  thermistors 
have  been  established.  An  unbalanced  pilot  line  was  set  up  and 
operated  according  to  the  processes.  A  demonstration  run  was 
completed  for  the  Air  Force  Contract  Officer.  Six  hundred  samples 
were  produced  on  this  pilot  line  and  sent  to  the  Air  Force  for 
distribution.  Many  of  the  samples  were  within  ±1$  of  the  standard 
curve.  All  within  the  contract  specifications  of  ±2io. 
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3.  Manufacturing  Process  for  Gold-Doped  P-Type  Silicon 


A  28-step  manufacturing  process  was  developed  for  producing 
gold-doped  P-type  silicon  thermistors.  The  unbalanced  pilot  line 
was  operated  according  to  this  process  while  producing  the  400 
contract  samples  of  P-type  thermistors.  The  28  steps  are  outlined 
below: 

1.  Determine  nesessary  starting  silicon  resistivity. 

2.  Purchase  monocrystalllne  rod  from  a  commercial  supplier,  or 
prepare  the  same. 

3.  Check  resistivity  profile  with  *4— point  probe. 

k.  Prepare  rod  for  zone  leveling:  Etch  1:3  HF/HNO3,  water  dry. 

5.  Zone  level  wlthhtgh-purlty  gold. 

6.  Cut  three  wafers  from  seed  end,  chuck  end,  and  center. 

7.  Prepare  three  wafer-size  thermistors  from  these  slices  and 
measure  resistance  at  25“C. 

8.  Calctilate  desired  thickness  of  production  wafers  basis  resistivity 
of  the  three  trial  wafers  and  dicing  tool  sizes. 

9.  Cut  remaining  zone -leveled  rod  Into  wafers. 

10.  Wash  with  alcohol,  acetone,  alcohol. 

11.  Lap  wafers  with  I80-C  silicon  carbide  paper. 

12.  Wash  with  water,  wipe  with  paper  to  remove  fine  particles. 

13.  Wash  successively  with  acetone -alcohol -water-HF-water-alcohol. 

1^4.  Vacuum  deposit  aluminum  on  wafers  In  vacuo. 

15.  Alloy  aluminum  to  silicon  at  580-630"C. 

16.  Etch  wafers  with  concentrated  HF-water. 

17.  Wipe  with  paper,  wash  with  water-HF-water. 

18.  Immerse  wafers  briefly  In  boiling  eunmonlum  hydroxide. 

19.  Nickel  plate  wafers  by  electrodeless  technique  at  96’’C. 

20.  Heat  treat  at  210°C  overnight  In  argon  or  nitrogen. 

21.  Recheck  resistivity  of  several  wafers  with  pressure  contacts. 

22.  Determine  final  dice  size. 

23.  Dice  wafers. 

2k.  Solder  leads  to  dice  with  tin  at  240“C-250‘’C. 

25.  Wash  with  methyl  alcohol. 

26.  Adjust  size  of  thermistors  by  high-speed  diamond  grinding  comparing 
resistance  to  resistance  of  a  standard  thermistor. 

27.  Determine  final  temperature-resistance  behavior  at  a  mlnlnum  of 
three  temperatures. 

28.  Paint  and  bake  at  210° C. 

Although  some  short  cuts  might  be  made  In  the  process  we  feel  the  most 
consistent  results  will  be  obtained  by  following  the  described  procedure. 
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h.  Manufacturing  IVoceBB  for  Gold-D<^d  N-Type  Silicon 

A  2l+-Btep  manufacturing  process  was  developed  for  producing  gold- 
doped  N-type  thermistors.  The  \mbalanced  pilot  line  was  operated 
according  to  this  process  while  producing  the  200  contract  samples  of 
N-type  thermistors:.  The  24  steps  are  outlined  below: 

1.  Determine  necessary  starting  silicon  resistivity. 

2.  Purchase  monocrystalline  rod  from  a  commercial  supplier,  or  prepare 
the  same. 

5.  Check  resistivity  profile  with  4-polnt  probe. 

4.  Prepare  rod  for  zone  leveling:  Etch  1:3  HP/HNOa,  dry. 

5.  Zone  level  with  hlgh-purity  gold. 

6.  Cut  three  wafers  from  seed  end,  chuck  end,  and  center. 

7.  Prepare  three  wafer-size  thermistors  from  these  slices  and  measure 
resistance  at  25‘’C. 

8.  Calculate  desired  thickness  of  production  wafers  based  on  resjstlvity 
of  the  three  trial  wafers  and  dicing  tool  sizes. 

9.  Cut  remaining  zone -leveled  rod  into  wafers. 

10.  Wash  with  alcohol,  acetone,  alcohol. 

11.  Lap  wafers  with  l80-C  silicon  carbide  paper. 

12.  Wash  with  water,  wipe  with  paper  to  remove  fine  particles. 

13.  Wash  successively  with  acetone-adcohol-water-conc.  HF-water. 

14.  Immerse  wafers  briefly  In  boiling  ammonium  hydroxide. 

15.  Nickel  plate  wafers  by  electrodeless  technique  at  96" C. 

16.  Heat  treat  at  210®C  oveml^t  in  argon  or  nitrogen. 

17.  Recheck  resistivity  of  several  wafers  with  pressure  contacts. 

18.  Determine  final  dice  size. 

19.  Dice  wafers. 

20.  Solder  leads  to  dice  with  tin  at  240“C. 

21.  Wash  with  methyl  alcohol. 

22.  Adjust  size  of  thermistors  by  high-speed  diamond  grinding 
comparing  resistance  to  resistance  of  a  standard  thermistor. 

23.  Determine  final  temperature-resistance  behavior  at  a  mlnimm 
of  three  temperatures. 

24.  Paint  and  bake  at  210® C. 

Agaln^.  we  feel  that  although  some  short  cuts  might  be  made  In  this 
process,  the  most  consistent  results  will  be  obtained  by  following 
the  described  procedure. 
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5.  Description  of  Devices 

Figure  1  Is  a  photograph  of  some  of  the  typical  thermistors 
prepared  under  the  contract.  These  devices  consist  essentially 
of  a  small  piece  of  gold-doped  silicon  sandwiched  between  an 
electrode  consisting  of  a  sub-layer  of  aluminum  or  antimony  and 
a  cover  layer  of  nickel  plating  to  which  leads  are  soldered  with 
tin.  The  entire  device,  with  the  exception  of  the  leads,  Is  coated 
with  a  white  silicone  enamel  for  electrical  Insulation  properties 
and  also  to  prevent  photoconductlve  effects  In  the  gold-doped 
silicon.  Samples  prepared  \inder  the  contract  were  three  general 
sizes  and  types.  Gold-doped  P-type  samples  were  prepared  with 
resistances  at  25°C  of  4000  ohm,  5000  ohm  and  500  ohm.  The  four 
and  five  thousand  ohm  samples  were  cylindrical  In  shape,  being 
approximately  2.5  mm  In  diameter  by  2  mm  In  length.  The  500  ohm 
P-type  samples  measured  approximately  5.8  x  5.8  x  2.3  mm,  the 
electrode  area  being  square.  These  were  the  largest  thermistors 
produced  and  had  the  most  \indeslrable  time  constants  of  response. 
However,  they  were  the  easiest  to  adjust  to  a  given  resistance, 
for  the  larger  the  size  the  easier  It  Is  to  adjust  the  thermistors 
to  within  ±25^  of  a  reference  resistance.  The  gold-doped  N-type 
silicon  thermistors  made  under  the  contract  were  500k  ohms;  at 
25° C  and  measured  2x2x1  mm.  Again,  the  electrodes  were  square 
and  the  dice  were  made  by  cross-cutting  techniques  on  the  hl^. 
speed  diamond  saw.  Of  course,  smaller  sizes  can  be  made  with 
present  dicing  techniques.  However,  It  should  be  pointed  out  that 
size  adjustment  becomes  Increasingly  difficult  on  the  smaller  Sizes. 
Since  the  coefficient  of  thermal  conductivity  of  metallic  silicon 
Is  about  70  times  greater  than  iron  oxide,  a  silicon  thermistor 
device  with  a  time  constant  of  2  seconds  can  be  somewhat  larger 
In  size  than  an  Iron  oxide-type  thermistor  with  a  2  second  time 
constant. 
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FIGURE  1 


Finished  themilstors,  actual  size.  Comparison  Is  made 
with  a  Bendlx  WAlS/tm-U  thennlstor. 
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6.  Test  Equipment  and  Procedures 

Essentially  there  were  no  new  test  equipment  or  procedures 
used  in  testing  of  the  thermistors  made  on  the  unbalanced  pilot 
line.  Resistances  were  measured  with  a  standard  Wheatstone  Bridge. 
Standard  temperature -resistance  curves  were  established  by  measuring 
many  thermistors  at  closely  spaced  Intervale  over  the  entire  working 
range  of  the  thermistor.  These  data  were  programmed  into  a  computer 
which  calculated  the  least  square  curves  and  typed  out  standard 
curves  for  the  thermistors  at  1  degree  intervale  over  the  operating 
range.  On  P-type  silicon  the  slope  as  calculated  by  the  computer 
was  usually  within  ±0.0015  electron  volts  of  the  average  slope.  The 
constant-temperature  baths  in  which  these  measurements  were  made 
were  held  to  within  ±0. Ol^C.  The  thermistors  were  mounted  in  these 
baths  in  a  U-shaped  Teflon  tube  with  a  small  amount  of  silicone  oil 
at  the  bottom  covering  the  thermistor. 

After  good  standard  curves  had  been  established  for  the  various 
types  of  silicon,  it  was  possible  to  determine  whether  a  thermistor 
was  within  ±2/^  of  this  curve  by  measuring  the  resistance  of  the 
thermistor  at  3  points  on  equally  spaced  intervals  within  the  operat¬ 
ing  range.  In  no  case  was  a  thermistor  measured  at  5  points  and 
found  to  be  within  ±2^^  specs,  later  found  to  be  out  of  specs  by 
measuring  at  other  points  within  the  temperature  range.  For  this 
reason,  it  was  felt  that  3  points  at  equally  spaced  Intervals 
over  the  temperature  range  could  be  considered  to  be  sufficient 
for  determining  whether  a  thermistor  was  within  the  proper  temper¬ 
ature-resistance  specifications. 

Another  measuring  technique,  which  was  used  after  good  standard 
curves  had  been  established,  is  the  ratio  technique  of  measuring 
resistances.  An  unknown  thermistor  and  a  standard  thermistor  are 
mounted  in  opposite  arms  of  a  Wheatstone  bridge. 
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Both  thermistors  are  immersed  in  the  same  constant- temperature  bath. 
The  reading  obtained  is  the  ratio  of  the  resistance  of  the  unknown 
toithe  standard  resistance.  Standards  are  chosen  so  the  ratio  will 
be  approximately  equal  to  one  and  so  that  the  standard  fits  the 
standard  c\irve  for  a  group  of  thermistors  very  accurately.  Under 
these  clrciimstances  when  the  ratio  goes  beyond  1.02  or  below  O.98, 
a  thermistor  can  be  considered  to  be  out  of  spec  at  that  particular 
temperature.  It  is  not  absolutely  necessary  to  know  the  absolute 
temperature  of  a  particular  constant-temperature  bath.  One  can 
then  be  satisfied  with  being  within  several  degrees  of  a  desired 
testing  temperature.  Since  the  time  constants  of  the  thermistors 
are  usually  small  compared  to  the  time  of  temperature  cycling  of 
the  bath,  effects  due  to  temperature  fluctuation  in  the  baths  tend 
to  be  eliminated  because  these  will  not  appreciably  affect  the  ratio. 
We  found  that  this  technique  improved  our  measurement  precision 
considerably  and  also  speeds  up  one  of  the  most  time-consuming 
steps  in  the  manufacturing  process,  that  of  measuring  the  final 
temperat;ire  resistance  properties. 
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7.  Availability 

The  unbalanced  pilot  line  which  was  established  to  meet  the 
contract  reciulrements  Is  available  for  production  of  the  precise 
gold-doped  silicon  thermistors  If  there  Is  sufficient  Interest 
to  warrant  Its  use.  This  line  If  fully  staffed  Is  capable  of 
producing  as  many  as  1^000  units  per  month.  Presently  the  leid 
time  on  an  order  consisting  of  seveml-hundred  thermistors 
which  are  not  In  stock  would  be  on  the  order  of  4  to  6  weeks. 

That  Is,  delivery  could  be  expected  within  it  to  6  weeks  of 
receipt  of  the  order. 

Six  hundred  samples  of  various  types  mentioned  have  been  prepared 
and  shipped  to  the  Air  Force  for  distribution.  Samples  may  be  obtained 
by  writing  to: 


Lt.  D.  Fitzgerald 

Aeronautical  Systems  Division  (ASRCTTE) 
United  States  Air  Force 
Wrlght-Ratterson  Air  Force  Base,  Ohio 
U.S.A. 
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8?  Temperature-Resistance  Curves 

We  are  including  In  Tables  1,  2,  3,  and  4,  temperat\ire-reBlet6mce 
curves  for  the  various  samples  that  were  supplied  to  the  Air  Force 
for  distribution.  Each  thermistor  is  packed  with  a  standard  curve 
of  this  nattire  and  can  be  expected  to  be  within  ±2^^  of  the  specified 
resistances  at  any  temperature  In  the  operating  range.  The  tempera¬ 
ture-resistance  curves  cover  temperatures  from  -85  to  +200*C.  The 
gold-doped  P-type  thermistors  are  not  calibrated  above  JO'C  since 
they  tend  to  lose  linearity  and  deviate  from  a  straight  line. 

However^  these  themlstors  will  withstand  an  extended  aging  period 
at  200" C  without  change  In  the  specified  standard- resistance  curve. 

We  also  feel  that  this  curve  can  be  extended  above  50'C  with  special 
fitting  techniques. 


TABLE  1 


Crold-Doped  P-Type  Silicon 


Temperature  vs.  Resistance 

-85*0.  to 

+30*0. 

Temp. "C. 

Res.  0 

Temp. *C. 

Res.  0 

Temp. ®C. 

-85 

IO97K 

-45 

27.02K 

-  5 

-84 

980. 9K 

-44 

25.O5K 

-  4 

-85 

878. OK 

-43 

23.24k 

-  3 

-82 

786. 9K 

-42 

21. 58k 

-  2 

-81 

706. OK 

-4l 

20. 05K 

-  1 

-80 

634. IK 

-40 

18. 64k 

0 

-79 

570. 2K 

-39 

17. 53K 

1 

-78 

513. 3K 

-38 

i6.i4k 

2 

-77 

462. 6k 

-37 

15.03K 

3 

-76 

417. 3K 

-36 

14.01K 

4 

-75 

376. 9K 

-35 

15.O6K 

5 

-74 

340. 7K 

-34 

I2.19K 

6 

-73 

308. 4k 

-33 

11. 38K 

7 

-72 

279. 3K 

-32 

IO.65K 

8 

-71 

253. 3K 

-31 

9941 

9 

-70 

229. 9K 

-50 

9298 

10 

-69 

208. 9K 

-29 

8703 

11 

-68 

190.  OK 

-28 

8150 

12 

-67 

172. 9K 

-27 

7636 

15 

-66 

157. 5K 

-26 

7159 

14 

-65 

143, 7K 

-25 

6716 

15 

-64 

131. IK 

-24 

6303 

16 

-63 

119. 8k 

-23 

5919 

17 

-62 

109. 5K 

-22 

5561 

18. 

-61 

100. 2K 

:-21 

5228 

19 

-60 

9I.8OK 

-20 

4917 

20 

-59 

84.15K 

-19 

4627 

21 

-58 

77.2OK 

-18 

4357 

22 

-57 

70.88k 

-17 

4l04 

25 

-56 

65.14k 

-16 

3868 

24 

-55 

59.9OK 

-15 

3648 

25 

-54 

55.13K 

-14 

3441 

26 

^53 

50. 78k 

-15 

3248 

27 

-52 

46.81K 

-12 

3068 

28 

-51 

43. i8k 

-11 

2898 

29 

-50 

39.86k 

-10 

2740 

30 

-49 

36.83K 

-  9 

2591 

-48 

34.05K 

-  8 

2452 

-47 

31. 5OK 

-  7 

2321 

-46 

29.17K 

-  6 

2198 

Res.  Q 

2082 

197^^ 

1872 

1776 

1685 

16CX) 

1520 

11+45 

1374 

1507 

1243 

1184 

1127 

1074 

1024 

976-0 

951.0 

888.4 
848.0 

809.9 

775.7 

739.4 

706.9 

676.1 

646.9 

619.1 

592.8 

567.8 
544.0 

521.5 
500.0 

479.6 

460.2 

441.7 

424.1 

407.5 
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TABLE  2 


Gold -Doped  P-Type  Silicon 


Temperature 

vs.  Beslstsmce 

-85*0.  to  +30*C. 

Temp. "C. 

Res.  n 

Temp.  ®C. 

Res.  0 

Terap.^C. 

Res.  n 

-85 

8525K 

-45 

212. 9K 

-  5 

16.57K 

-84 

7625K 

197. 4k 

-  4 

I5.7IK 

-83 

6828K 

-43 

183. 2K 

-  3 

14.$0K 

-82 

6122K 

-42 

170. IK 

-  2 

14.14k 

-8l 

5495K 

-4l 

158. IK 

-  1 

13.42K 

-80 

4938K 

-40 

147.  OK 

0 

12.75K 

-79 

U442K 

-39 

136. 8k 

1 

12.11K 

-78 

4000K 

-38 

127.4k 

2 

II.5IK 

-77 

3606K 

-57 

118. 7K 

3 

10.95K 

-76 

3255K 

-36 

110.6k 

4 

10.41K 

-75 

294OK 

-35 

103. 2K 

5 

9911 

-74 

2659K 

-34 

96.33K 

6 

9457 

-75 

2407K 

-53 

89.96K 

7 

60^ 

-72 

2182K 

-32 

84.07K 

8 

8566 

-71 

1979K 

-31 

78.6IK 

9 

8166 

-70 

1797K 

-30 

75.55K 

10 

7787 

-69 

1633K 

-29 

68.86k 

11 

7429 

-68 

i486k 

-28 

64. 50K 

12 

7091 

-67 

1353K 

-27 

60.  45K 

15 

6770 

-66 

1253K 

-26 

56.69K 

l4 

6466 

-65 

1125K 

-25 

55.19K 

15 

6179 

-64 

1027K 

-24 

49.95K 

16 

5906 

-63 

938. 5K 

-23 

46.90K 

17 

5648 

-62 

858:  4k 

-22 

44.08k 

18 

5402 

-61 

785. 8k 

-21 

41.45K 

19 

5170 

-60 

719. 9K 

-20 

58.99K 

20 

4949 

-59 

660. 2K 

-19 

36.7OK 

21 

4739 

-58 

605. 8k 

-18 

34.  56k 

22 

4540 

-57 

556. 5K 

-17 

52.57K 

25 

4351 

-56 

511. 5K 

-16 

30.7OK 

24 

4171 

-55 

470. 5K 

-15 

28.96K 

25 

4000 

-54 

433. 2K 

-14 

27. 33K 

26 

3837 

-53 

399. IK 

-13 

25.8OK 

27 

3683 

-52 

368. OK 

-12 

24.  37K 

28 

3535 

-51 

539.6k 

-11 

23. 03K 

29 

3595 

-50 

313.6k 

-10 

21. 77K 

30 

3261 

-k9 

289.  8k 

-  9 

20. 60K 

-kQ 

268. OK 

-  8 

I9.49K 

-47 

248. OK 

-  7 

18. 45K 

-46 

229. 7K 

-■6 

17.  48K 
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TABLE  3 


Gold-Doped  P-Type  Silicon 
Temperature  vs.  Resistance  -85*0.  to  +30*C. 


Temp. ®C. 

Res.  n 

Temp. ®C. 

Res.  n 

Temp. ®C. 

Res.  n 

-85 

106 56k 

-45 

266. IK 

-  5 

2O.7IK 

-84 

953IK 

-44 

246.8k 

-  4 

I9.63K 

-83 

8535K 

-43 

229. OK 

-  3 

I8.62K 

-82 

7652K 

-42 

212. 7K 

-  2 

I7.67K 

-81 

6868k 

-4l 

197. 6k 

-  1 

16.77K 

-80 

6172K 

-40 

183.8k 

0 

I5.93K 

-79 

5552K 

-39 

171. OK 

1 

15.14K 

-78 

5000K 

-38 

159. 2K 

2 

i4,39K 

-77 

4508K 

-37 

148. 3K 

3 

13.68k 

-76 

4o68k 

-36 

138. 3K 

4 

13.02K 

-75 

3676K 

-35 

129. OK 

5 

12.39K 

-74 

3324k 

-34 

120.4k 

6 

11.80K 

-73 

3009K 

-33 

112. 5K 

7 

11.24k 

-72 

2727K 

-32 

105.  IK 

8 

IO.7IK 

-71 

2474k 

-31 

98.27K 

9 

10.21K 

-70 

2246k 

-30 

91.94k 

10 

9754 

-69 

2041K 

-29 

86.07K 

11 

9287 

-68 

I857K 

-28 

80.62K 

12 

8865 

-67 

I69IK 

-27 

75. 56k 

13 

8465 

-66 

I54IK 

-26 

70.86k 

l4 

8083 

-65 

1406k 

-25 

66.48k 

15 

7723 

-64 

1284k 

-24 

62.41K 

16 

7585 

-63 

1173K 

-23 

58. 63K 

17 

7060 

-62 

1073K 

-22 

55.IOK 

18 

6753 

-61 

982. 2K 

-21 

51.8IK 

19 

6462 

-60 

899. $K 

-20 

48. 74k 

20 

6186 

-59 

825. 2K 

-19 

45.88k 

21 

5924 

-58 

757. 3K 

-18 

45.2IK 

22 

5675 

-57 

695. 6k 

-17 

40. 7IK 

23 

5439 

-56 

639.4k 

-16 

38. 58k 

24 

5214 

-55 

588. IK 

-15 

56.2QK 

25 

5000 

-54 

541. 5K 

-14 

34.i6K 

26 

4797 

-53 

498. 9K 

-13 

32.25K 

27 

4605 

-52 

460. OK 

-12 

30.46k 

28 

4419 

-51 

424. 5K 

:-ii 

28.79K 

29 

4244 

-50 

392.  OK 

-10 

27.22K 

30 

4077 

-49 

362. 3K 

-  9 

25.75K 

-48 

335. OK 

-.'8 

24.56k 

-47 

310. IK 

-  7 

23.07K 

-46 

287. IK 

-  6 

21.85K 
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TABLE  4 


Gold-Doped  N-Type  Silicon 
Temperature  vs.  Resistance  0°C.  to  200‘’C. 


Ten5>.'’C. 

Res.  n 

Temp. ”0. 

Res.  n 

0 

3320K 

51 

96.  02K 

1 

3057K 

52 

90.  6ik 

2 

28i6k 

53 

85. 53K 

5 

2596k 

54 

8O.77K 

k 

2395K 

55 

76. 3OK 

5 

2211K 

56 

72.IIK 

6 

2042K 

57 

68.17K 

7 

1887K 

58 

64.46k 

8 

1744k 

59 

60.98K 

9 

i6i4k 

60 

57.7IK 

10 

1494k 

61 

54.63K 

11 

1384k 

62 

51.74k 

12 

1282K 

63 

49.  OIK 

13 

II89K 

64 

46.44k 

lU 

1103K 

65 

kk.02K 

15 

1024k 

66 

41. 75K 

16 

950.8k 

67 

39.6OK 

17 

883.4k 

68 

37.57K 

18 

821. 3K 

69 

35.66k 

19 

764. OK 

70 

35.86k 

20 

711. OK 

71 

32.16k 

21 

662. OK 

72 

30. 55K 

22 

616. 7K 

73 

29.04k 

23 

574. 7K 

74 

27.6OK 

2k 

535. 9K 

75 

26.25K 

25 

500.  OK 

76 

24.97K 

26 

466. 7K 

77 

23.  76k 

27 

435.  8k 

78 

22.6IK 

28 

407. IK 

79 

21.53K 

29 

380. 5K 

80 

20. 5OK 

30 

355. 9K 

81 

19. 53K 

31 

332. 9K 

82 

18.6IK 

32 

311.6k 

83 

17. 74k 

33 

291. 8k 

84 

16.9IK 

34 

273. 3K 

85 

16. 13K 

35 

256. 2K 

86 

15. 38k 

36 

240. 2K  ■ 

87 

14.68k 

37 

225. 3K 

88 

14.01K 

38 

211.4k 

89 

15.  38k 

39 

198. 5K 

90 

12.77K 

40 

186.4k 

91 

12.20K 

4l 

175. 2K 

92 

11.66k 

42 

164.7K 

93 

ii.i4k 

43 

154.8k 

94 

10. 65K 

44 

145. 7K 

95 

10. 19K 

45 

137. IK 

96 

9742 

46 

129. IK 

97 

9321 

47 

121.6k 

98 

8919 

48 

114. 5K 

99 

8537 

49 

108. OK 

100 

8174 

50 

101.8k 

101 

7827 

Temp.  °C. 

Res.  n 

Temp. “C. 

Res.  n 

102 

7498 

153 

1104 

103 

7185 

154 

1069 

104 

6884 

155 

1035 

105 

6599 

156 

1002 

106 

6327 

157 

969.8 

107 

6067 

158 

939.1 

108 

5820 

159 

909.6 

109 

5584 

160 

881.1 

no 

5359 

161 

853.7 

111 

5144 

162 

827.2 

112 

4938 

163 

801.7 

113 

4742 

164 

777.0 

114 

4555 

165 

753.3 

115 

4376 

166 

730.4 

116 

4205 

167 

708.3 

117 

4042 

168 

686.9 

118 

3885 

169 

666.3 

119 

3736 

170 

646.4 

120 

3593 

171 

627.2 

121 

3456 

172 

608.7 

122 

3325 

173 

590.8 

123 

3200 

174 

573.5 

124 

3080 

175 

556.7 

125 

2965 

176 

540.6 

126 

2855 

177 

525.0 

127 

2750 

178 

509.9 

128 

2649 

179 

495.3 

129 

2552 

180 

481.2 

130 

2460 

181 

467.5 

131 

2371 

182 

454.3 

132 

2286 

183 

441.6 

133 

2204 

184 

429.2 

134 

2125 

185 

417.2 

135 

2050 

186 

405.7 

136 

1978 

187 

394.5 

137 

1909 

188 

385.7 

138 

1842 

189 

373.2 

139 

1778 

190 

363.0 

140 

1717 

191 

353.2 

l4l 

1658 

192 

343.6 

142 

1601 

193 

334.4 

143 

1547 

194 

325.5 

144 

1494 

195 

316,8 

145 

1444 

196 

308.4 

146 

1395 

197 

300.3 

147 

1349 

198 

292.4 

148 

1304 

199 

284.8 

149 

1261 

200 

277.3 

150 

1220 

151 

1180 

152 

1141 

9*  Time  Constant  of  Response 

We  define  the  time  constant  of  response  as  the  time  required  for 
the  thermistor  to  indicate  63^  of  the  total  Increment  in  temperature 
in  a  stream  of  air  with  a  speed  of  820  feed  per  minute.  This  is 
essentially  the  U.S.  Weather  Bureau  definition  found  in  their  speclfl' 
cation  for  radiosonde  thermistors.  The  Increment  in  temperature  can 
be  positive  or  negative  and  the  results  should  be  about  the  same. 

The  factor  being  measured  in  this  test  is  the  ability  of  a  thermistor 
to  accept  or  dispose  of  heat  to  its  environment. 


To  measure  the  time  constant  a  small  wind  tunnel  was  made  of  2 
air  Intakes  whose  temperature  and  speed  could  be  Independently 
regulated.  Temperatures  used  were  25*C  and  -10“C  for  testing 
the  P-type  material  and  the  Bendlx  AMr4/MLl+19  radiosonde  thermistor; 
for  the  N-type,  90'’C  and  25°C.  The  speed  of  the  air  was  820  feet  per 
minute.  Ten  readings  were  taken  for  each  sample.  For  a  given 
thermistor^  or  a  group  of  thermistors  of  the  same  kln(^  the  maximum 
variation  in  the  measurement  was  seconds.  The  following  table 
summarizes  the  results. 


TABLE  5 


Thermistor 


Number 

Size  in  mm 

2m-3-7 

2.5 

dla.  X  2.5 

W5-35 

2.6 

dla.  X  2.6 

W2-3*+ 

2.6 

dia.  X  2.3 

3253-A-lO 

2.  2 

X  2.2  X  2.0 

3253-A-14 

2.2 

X  2.3  X  2.2 

3253-A-16 

2.3 

X  2.3  X  2.3 

2M-2-11 

2.5 

dla.  X  3-0 

2M-2-21 

2.5 

dia.  X  2.9 

2M-3-15 

2.5 

dia.  X  2.9 

W-II+-8 

3.7 

dla.  X  1.9 

Bendix  Ml-419 

.7 

dla.  X  39 

W-15-4 

3.8 

X  3-8  X  2.3 

W-6-12 

7.8 

X  3.8  X  2.5 

(1)  Average  of  ten  readings. 


Ohms  at 

Time  Constant 
in  Seconds 

25®C 

Mlnlmum(l) 

Maximum(l) 

4K 

2.0 

2.2 

2.1 

2.k 

2.1 

2.2 

5OOK 

2.1 

2.4 

5OOK 

2.1 

2.4 

500k 

2.3 

2.5 

5K 

2.9 

3.1 

5K 

2.9 

3.3 

5K 

3.1 

3.3 

.5K 

2.9 

3.2 

5OK 

3.1 

3.4 

.5K 

k.2 

4.5 

.5K 

4.7 

5.1 

This  table  shows  that  the  time  constant  of  our  thermistors  except, 
the  bulky  3- 8  x  3" 8  x  2.3  ml  size  is  equivalent  tq  equal,  or  better 
than,  the  time  constant  of  the  Bendix  thermistor  and  within  the 
specifications  of  5  seconds  for  a  radiosonde  thermistor. 
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10.  Dissipation  Constant 


The  dissipation  constant  Is  defined  as  the  amount  of  power  In 
milliwatts  that  has  to  he  applied  to  a  thermistor  to  raise  the 
temperature  of  the  thermistor  one  degree  centigrade  above  the 
surrounding  medium.  For  surrounding  medium,  we  specify  well 
stirred  oil  baths  and  still  air.  Both  values  eore  given  with  the 
characterization  chart  of  the  thermistor. 

To  measure  the  dissipation  constant  of  the  thermistors  In 
still  air,  we  used  a  cardboard  box  with  a  capacity  of  about  25 
liters.  The  thermistors  were  evenly  distributed,  hanging  from 
the  top  of  the  box  by  their  own  leads.  The  box  was  sealed.  Then 
the  resistance  of  all  the  thermistors  was  measured  using  a  current 
throu^  the  sample  of  5  microamps.  The  resistance  was  remeasured 
increasing  the  amount  of  current.  This  step  was  repeated  until 
the  resistance  of  every  thermistor  showed  a  decrease  equivalent 
to  one  degree  centigrade  or  more.  The  measurements  In  oil  were 
made  using  Dow  Corning  200-20  silicone  oil  stirring  at  constant 
speed  and  at  25° C.  Again  several  measurements  were  taken  Increasing 
the  current  through  the  thermistor  before  each  measurement  until  the 
resistance  showed  a  decrease  equiveuLent  to  1°  centigrade  or  more. 

With  the  values  obtained  in  the  previous  tests  we  were  able  to 
draw  a  smooth  curve  for  each  thermistor  and  find  the  exact  value  of 
the  current  that  will  give  the  difference  of  1°  centigrade  higher 
than  the  surrounding  medium.  Having  the  current  "I"  and  the 
resistance  "r"  of  the  thermistor,  the  power  In  milliwatts  was 
calculated  using  the  formula:  W  =  I^R.  The  following  table 
summarizes  the  results. 


Thermistor 

Number 

Size  In  mm 

TABLE  6 

Ohms  at 

25°C 

Dissipation  Factor 

In  a  well  stirred 
In  still  air  oil  bath 

(mllllwatt/°C)  (milliwatt/" C) 

W-6-12 

3.8 

X  3.8  X  2.5 

0. 5K 

3.7 

54 

W-14-8 

3.7 

dla.  X  1.9 

0.5K 

2.6 

37 

V-13-k 

3.8 

X  3.8  X  2.3 

0.5K 

2.6 

- 

2mm-5-15 

2.5 

dla  X  2.9 

5K 

2.8 

52 

2mm-2-ll 

2.5 

dla  X  3.0 

5K 

2.8 

60 

W-5-35 

2.6 

dla  X  2.6 

4k 

2.2 

35 

W-2-34 

2.6 

dla  X  2.3 

4k 

2.1 

35 

2mm-5-7 

2.5 

dla  X  2.5 

4k 

1.9 

37 

Bendlx  MI-419 

0.7 

dla  X  39 

5OK 

0.8 

1.5 

1-27 

2.2 

X  2.2  X  2.2 

50OK 

0.4 

8 

1-22 

2.2 

X  2.3  X  2.2 

50OK 

0.4 

8 

A-14 

2.2 

X  2.3  X  2.2 

50OK 

0.4 

7 
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This  chart  shows  first,  a  fairly  good  reproducibility  for 
thermistors  of  the  same  size  and  range;  second,  that  the  dlssl^tlon 
constant  for  the  same  thermistor  Is  about  20  times  higher  In  the  oil 
bath  than  It  Is  In  air;  and  third,  that  all  our  thermistors,  except¬ 
ing  perhaps  the  hl£^  resistance,  small  size,  N-type,have  a  higher 
dissipation  constant  than  the!  Bendix  thermistor. 


u. 


static  Temperature  Lifetime 


Gold-doped  silicon  thermistors  appear  to  be  quite  stable  at 
any  temperattire  In  the  operating  range.  It  Is  felt  that  the  most 
severe  conditions  are  those  that  occur  at  the  upper  end  of  the 
suggested  operating  range  of  200“C.  Any  thermistor  which  Is 
stable  at  200®C  would  be  stable  at  any  temperatures  below  2CX)®C. 

The  table  below  summarizes  aging  data  at  200*0  for  various  types 
of  thermistors  both  In  the  wafer  size  and  In  the  diced  form. 

TABLE  7 

Thermistor  Stability 

Resistance 


Thermistor  No. 

Type 

Original  Resistance 
(Ohms) 

Hours  at 
200*0 

After  Treatment 
at  200*0. 

1 

N 

7305 

1765 

7302 

2 

N 

73^+5 

1765 

7345 

3 

N 

5688 

1765 

5685 

4 

N 

561h 

1765 

5636 

5 

P 

19.1 

2199 

18.8 

6 

P 

22.1 

2199 

22.0 

7 

P 

19.2 

2199 

19.1 

8 

P 

18.6 

2199 

18.6 

9 

N 

10,490 

2816 

10,150 

10 

N 

12,230 

2816 

12,090 

11 

N 

12,650 

2816 

12,460 

12 

P 

655 

4954 

633 

13 

P 

611 

4934 

615 

14 

P 

6l4 

4954 

6l4 

15 

P 

606 

4954 

603 

16 

P 

610 

4934 

608 

These  data  demonstrate  ,  that  both  the  P-  and  N-type  thermistor  material 
are  stable  for  extended  periods  of  time,  on  the  order  of  several  thousand 
hours  at  temperatures  In  the  range  of  200*0.  Frequently  the  change  In 
resistivity  Is  little  or  less  than  1% 
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12.  Fitting  of  Experimental  Points  by  Empirical  Equation 

The  curves  for  both  P-  and  N-type  gold-doped  silicon  can  deviate 
from  a  straight  line  on  a  logarithm  of  resistivity  versus  reciprocal 
of  the  absolute  temperature  plot.  This  deviation  is  greater  in  the 
case  of  P-type  silicon,  becoming  significant  at  25  or  JO'C.  At  hi^er 
temperatures  the  curve  flattens  out  such  that  at  200°C  there  is  little 
sensitivity  to  temperature.  However,  there  Is  still  some  sensitivity 
to  temperature  a1i  say, lOCC.  We  felt  that  If  the  experimental  points 
could  be  fitted  by  a  carefully  selected  empirical  equation,  it  would 
extend  the  predictable  portion  of  the  curve.  Hence  the  thermistors 
mi^t  be  useable  to  100“ C,  admittedly  with  some  loss  of  sensitivity. 

Equations  for  the  resistivity  as  a  function  of  temperature  have 
been  derived  for  gold-doped  silicon.  These  have  the  general  form: 

R  =  BiT^  + 

where : 


R  =  resistance  in  ohms 
Bi  =  a  constant 
Bs  =  a  constant 
F  =  a  constant 
AE  =  a  constant 
T  =  absolute  temperature  in  °K 
K  =  Boltzman  constant 

The  experimental  data  were  processed  throu^  a  computer  to  find  the 
values  of  the  constants  which  gave  the  best  fit  or  smallest  standard 
deviation.  In  the  case  of  the  P-type  silicon  studied  the  best  fit  was 
obtained  when,iftE  =  0.3^0  e.v.  and  F  =  0.  The  data  are  summarized  in 
Table  8. 
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TABLE  8 


Experimentally 

Resistance  AE 

Temperature 

Determined 

Calculated  KT 

.  (“c) 

Resistance 

R  ~  Bi  +  Bpe 

-58. 56 

79,600 

80,016 

-50.80 

42,250. 

42,087 

-40. 49 

19,200 

19,157 

-50.91 

9,926 

9,807 

-20. 38 

5,052 

4,993 

-10.81 

2,872 

2,842 

.00 

1,600 

1,587 

+  9.92 

980.0 

973.8 

+19.99 

620.5 

620.4 

+30. 00 

411.7 

4l4.0 

+40. 00 

285.6 

288.7 

+50.03 

207.5 

210.1 

-t^O.18 

157.0 

159.1 

+70. 47 

124.5 

125.4 

+79-98 

104.2 

104.2 

+90.35 

88.5 

88.4 

+99.99 

78.0 

78.0 

Standard  deviation,  rf*,  =  0. 8% 


Bi  =  45.85 

Bs  =  8.069  X  10 


The  fit  of  the  data  is  very  good.  In  only  a  few  cases  do  the 
calculated  points  vary  more  than  1^  from  the  observed  points.  The 
value  of  tE  =  0.  jUo  agrees  well  with  the  values  determined  by  independent 
techniques  (l). 

The  reason  for  deviation  from  a  linear  log ^ vs.  1/t  plot  appears 
to  be  due  to  the  saturation  of  the  gold  levels  at  high  temperatures. 

The  value  of  the  empirical  equation  is  that  it  allows  the  expression 
of  resistance  and  sensitivity  in  an  explicit  manner  at  temperatures 
up  to  100°C  for  P-type  silicon.  It  also  establishes  the  gold  donor 
level  precisely  at  0. 3U0  e.v.  above  the  valence  band. 
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Ill  CONCLUSIONS  AND  RECOMMENDATIONS 


Single-crystal  semiconductor  silicon,  because  of  its  purity, 
resistivity,  energy  gap,  and  availability,  is  an  outstanding  candidate 
for  monocrystalllne-thermlstor  development. 

Gold-doped  monocrystalline  silicon  can  produce  thermistors  which 
are  highly  reproducible,  predictable  and  sensitive  over  the  range  of 
-85°  to  +200‘’C. 

Float-  zone  leveling  produces  a  product  with  less  variability  than 
diffusion  material. 

Forming  of  ohmic  and  mechanically  sound  contacts  to  gold-doped 
silicon  results  in  good  thermistor  stability. 

Measurement  precision  and  speed  are  improved  by  the  use  of  the 
comparison  or  ratio  technique. 

Final  size  adjustment  is  necessary  to  obtain  high  yields  of  devices 
with  ±2^  specifications. 

Size  adjustment  on  small  thermistors  is  difficult. 

Short-term  annealing  at  210°C  can  increase  the  temperature  stability 
of  gold-doped  silicon. 

These  thermistors  should  be  useful  in  any  application  which  calls 
for  precise  or  closely  matched  thermistors. 

Yields  of  85/^  or  better  are  possible  when  using  the  prescribed 
28-step  process  for  P-type  silicon  and  24-step  process  for  N-type  silicon. 

Future  work  should  be  directed  toward  smaller-sized  thermistors  with 
very  fast  response  times. 

Size  adjusting  could  be  improved  or  revised  so  that  it  can  be  used  on 
very  small  samples. 

Other  techniques  of  encapsulation  such  as  canning  should  be  investl-' 
gated. 
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Baltimore  18,  Maryland 

Iftilverslty  of  Mlchlgeui 

Institute  of  Science  and  Technology 

P.  0.  Box  618 

Ann  Arbor,  Michigan 

Midwest  Research  Institute 
h23  Volker  Boulevard 
Kansas  City  10,  Missouri 

Northwestern  University 
Physics  Department 
Attn:  R.  J.  Cushman 
Evanston,  Illinois 

Ohio  State  Iftilverslty 
Research  Foundation 
131^  Kinnear  Road 
Columbus  12,  Ohio 

Stanford  Research  Institute 

Attn:  Electronic  Devices  Laboratory 

Menlo  Park,  California 

Stanford  University 

Attn:  Electronics  Laboratory 

Palo  Alto,  California 

Syracuse  University 
Department  of  Physics 
Attn:  H.  Levenstein 
Collendale  Campus 
Syracuse  10,  New  York 

ACF  Industries,  Inc. 

Daytonview  Station 
P.  0.  Box  511 
Dayton,  Ohio 

Adler  Electronics,  Inc. 

1  Le  Pevre  Lsuie 

New  Rochelle,  New  York 


Addreeeee 

Advanced  Technoloj^  Laboratories 

Attn:  Russ  Huleff,  Manager,  Research  A  Developnent 

^9  Whlsnan  Road 

Mountain  View,  California 

Aero  ReseeoKh  Instrument  Co. 

Attn:  Stanford  Stone,  Chief  Engineer 
315  N.  Aberdeen  Street 
Chicago  7,  Illinois 

Aerojet-General  Corporation 
349  West  First  Stredt 
Dayton  2,  CMo 

Aeromutronlc 
131  N.  Ludlow 
Dayton  2,  Ohio 

Airborne  Instrument  Laboratory 
333  West  First  Street 
Dayton  2,  Ohio 

Amperlx  Electronic  Company 
Attn:  Librarian 
230  Duffy  Avenue 
Hlcksville,  L.  I.,  New  York 

Amtron  Corporation 
17  Felton  Street 
Waltham,  Massachusetts 

Astra  Technical  Instrument 

12930  ftinama  Street 

Los  Angeles  66,  California 

Autonation  Dynamics 
Attn:  B.  K.  Chany 
255  County  Roewi 
Tenerfly,  New  Jersey 

Autcmatlpn  Research  &  Design  Associates 
135  Main  Street 
Belleville  9,  Hew  Jersey 

Autcmetlcs 

333  West  First  Street,  Suite  6U8 
Dayton  2,  (Silo 


ftty 

1 


1 


1 


1 


1 


1 


1 


1 


1 
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Addressee 


AVCO  Corporation 
Attn:  L.  Hardy 
379  West  First  Street 
Dsyton  2,  Ohio 

Avlen,  Inc. 

Attn:  N.  C.  Pickering 
58-15  Northern  Boulevard 
Woodslde  77,  New  York 

Basic  and  Experimental  Riyslcs 
P.  0.  Box  689 

Falmouth  39,  Massachusetts 

Beckman  Instruments,  Inc. 

Scientific  and  Process  Instrument  Dlv. 
Attn:  David  Malk 
2500  Harbor  Boulevard 
Fullerton,  California 

Beckman  &  Whitley 
993  N.  San  Carlos  Avenue 
San  Carlos,  California 

Bell  Aerosystems  Co. 

131  N.  Ludlow 
Dayton  2,  Ohio 

^ndix  Corporation 
F^lez  Instrument  Division 
Attn:  M.  Kanes 
lUoO  Tayior  Avenue 
Bedtlmore  U,  dryland 

Boeing  Aircrerft  Corp 
224  N.  Wilkinson 
Dayton,  Ohio 

Cent\iry  Electronics  &  Instruments,  Inc. 
Attn:  H.  D.  VanDagen 
1333  N.  Utica 
Tulsa  10,  Oklahoma 

Chrysler  Corporation 
Defense  Group 
Atth:  Librarian 
Box  2628 

Detroit  31,  Michigan 


Addressee 


Clegg  Laboratories 
Route  53 

Mount  Tabor,  New  Jersey 

Cleveland  Metal  Specialties 
Attn:  A1  Gross 
15516  Industrial  IkrkHay 
Cleveland  35,  Ohio 

Consolidated  Controls 
2622  San  Mateo,  N.E. 

Albuquerque,  New  Mexico 

Consolidated  Electrodynamics  Corp. 

360  Sierra  Madre  Villa 
Basadena,  California 

Controls  Company  of  America 
Electronic  Division 
dll  West  Broadway  Road 
Tempe,  Arizona 

Curtis -Wrl^t  Corporatlm 
Attn:  0.  Podell,  Vice  Ri^sident 

Operational  Planning 
Woodridge,  Hew  Jersey 

Dlcon  Corporation 
P.  0.  Box  177 

Port  Washlnj^on,  L.  I.  ,ltewYork 

Douglas  Aircraft  Co. 

22k  N.  Wilkinson 
Dayton  2,  Ohio 

Edison  Indiistrles 
Instrument  Division 
Attn:  J.  J.  Dietz 
19  lakeside  Avenue 
West  Orange,  New  Jersey 

Electro  Impulse  Laboratory 
208  River  Street 
Redbemk,  New  Jersey 

Electro-Optical  Systems,  Inc. 

125  N.  Vlneda  Avenue 
Ibisadena,  Ciaifomia 


Addressee 


Engelhard  Industries,  Inc. 
Instruments  &  Systems  Section 
38*^  W.  First  Street 
Dayton  2,  Ohio 

Espey  Manufacturing  &  Electronics 
Congress  &  Ballston  Avenues 
Scuratogs  Springs,  New  York 

Fairchild  Stratos  Corp 
Electronic  Systems  Division 
11  W.  Monument 
Dayton  2,  Ohio 

Flow  Corporation 
Attn:  Arthur  Blsherg 
11  Carleton  Street 
Cambridge  42,  Massachusetts 

General  Dynamics  Corp. 

224  N.  Wilkinson 
Dayton  2,  Ohio 

General  Dynamics 

Electronics 

349  W.  First  Street 

Dayton  2,  Ohio 

General  Mills,  lUc. 

Electronics  Group 
2600  Far  Hills 
DB^on  39>  Ohio 

General  Motors  Corporation 
Delco  Division 
700  E.  Firmln 
Kokomo,  Indiana 

General  Motors  Corporation 
A.  C.  Electronic 
118  W.  First  Street 
Dayton  2,  Ohio 

General  Motors  Oorporatlon 
Research  Laboratories 
Warren,  Michigan 


Addreaeee 


General  Instrument  Corp. 

Defense  &  Engineering  Products  droop 
Andrews  Road 
HicksviUe,  New  York 

General  Frecisicui,  Inc. 

GPL  Divlslcni 
333  W.  First  Street 
D^on  2,  Ohio 

General  Precision,  Inc. 

Aerospace  Division 
333  W.  First  Street 
Dayton  2,  Ohio 

General  Thermoelectric 
P.  0.  Box  253 

Monmouth  Junction,  New  Jersey 

Geoscience  Instruments  Corp. 

110  Beckman  Street 
New  York  38,  New  York 

Grumman  Aircraft  Engineering  Corp. 

S.  Oyster  Bay  Road 
Bethpage,  L.  I. ,  Ntew  York 

Herzog  Miniature  Lamp  Works 
Attn:  Edward  C.  Finn 
50-17  Fifth  Street 
Long  Island  City  1.  New  York 

Hi  -  G,  Inc. 

Attn:  Joseph  A.  Garratt 

Bradley  Field 

Windsor  Locks,  Connecticut 

International  Rectifier  Corporation 
Attn:  P.  J.  CoUeran,  Vice  ^sldent 

Research  &  Develofment 

233  Kansas  Street 
El  Segundo,  California 

International  Telephone  &  Telegrajh  Corp. 
iro  Federal  Lahoratorles 
Attn:  Memager,  Contract  Proposals 
500  Washington  Avenue 
Nutley  10,  New  Jersey 


Addressee 


KUin  and  Company  1 

Attn:  Jdm  Hyde 
885  VeUs  Road 
Wethersfield,  Connecticut 

Kennedy  Ccnpany  1 

2029  North  Lake  Avenue 
Altedena,  California 

KoUsman  Instrument  Corp  1 

553  West  First  Street 
Dayton  2,  Ohio 

Lear,  Inc.  1 

333  W.  First  Street 
Dayton  2,  Ohio 

Levis  Engineering  Co.  1 

339  Church  Street 
Navigatuck,  Connecticut 

Llng-Temco-Vaofdtt  1 

333  W.  First  Street 
Dayton  2,  Ohio 

Litton  Industries  1 

333  W.  First  Street 
Dayton  2,  Ohio 

Lockheed  Aircraft  Corp.  1 

131  N.  Ludlow 
Deyton  2,  Ohio 

MacLead  Instn^nt  Corp.  1 

Attn:  J.  B.  Of'lfiiley 
1^250  N.W.  Tenth  Avenue 
Ft.  Lauderdale,  Florida 

The  Martin  Co.  1 

131  N.  Ludlow 
Dayton  2,  Ohio 

McDonnel  Aircraft  Corp.  1 

137  North  Main 
Dayton,  Ohio 

Merck  and  Ccnpeuiy  1 

Electronic  Chemicals  Dlv 

Attn:  M.  B.  Judge 

Scott  Avenue 

Rahway,  New  Jersey 
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Addressee 


Metavac,  Inc. 

Attn:  John  Monte 
45-68  162nd  Street 
Flushing  58,  New  York 

1 

Mlcrodot,  Inc. 

Instrumentation  Division 
Attn:  H.  A.  Llchnecker 
220  Basadena  Avenue 
South  Basadena^  California 

S  Molded  Instilatlon  Co. 

Attn:  W.  T.  Bradbury 
i  335  E.  Price  Street 

I  Philadelphia  44,  Pennsylvania 

! 

Monsanto  Chemical  Company 
Research  and  Engineering  Dlv 
Attn:  Librarian 

'  St  Louis  66,  Missouri 

Motorola,  Inc. 

Military  Electronics  Division 
.  131  N.  Ludlow 

i|  Dayton  2,  Ohio 

fl 

;!  National  Co. ,  Inc. 

I  61  Sherman  Street 

Malden  48,  Massachusetts 

*  North  American  Aviation 

Talbott  Tower 
131  N.  Ludlow 
Dayton  2,  Ohio 

j  Northrop  Corporation 

j  Nortronlcs  Division 

222  N.  Prairie  Avenue 
Hawthorne,  California 

Northrop  Corporation 
Noralr 
349  W.  First 
Dayton  2,  Ohio 

Ohio  Semiconductors 

j  1205  Chesapeake  Avenue 

Columbus  12,  Ohio 
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Addressee 


Charles  M.  Reeder  &  Co. 

173  Victor  Avenue 
Detroit,  Michigan 

Republic  Aviation  Corp. 

533  West  First  Street 
Dayton  2,  (%lo 

Revere  Corporation  of  America 
Attn:  Robert  B.  Landon 
8U3  N.  Colony  Road 
Wallingford,  Connecticut 

Arklay  S.  Richards  Cangpany 

72  Winchester  Street 

Kewton  Highlands  6I,  Massachusetts 

Rosemount  Engineering  Co. 

4900  W.  78th  Street 
Minneapolis,  Minnesota 

Ryan  Aeronautical  Company 
131  N.  Ludlow 
Dayton  2,  Ohio 

Sampson  Chemical  &  Plgoent  Corp. 
Attn:  S.  Isenberg 
2830-36  W.  Lake  Street 
Chlcagp  12,  Illinois 

Scalco  Controls,  Inc. 

220  Taylor  Street 
Riverside,  Rev  Jersey 

Schaevltz  Engineering 

Attn:  W.  D.  Macgeorge 

U.  S.  Route  130  and  Schaevltz  Blvd. 

Bennsauken,  New  Jersey 

Servomechanisms,  Inc. 

32  N.  Main  Street 
Daytop  2,  Ohio 

Signa  Electronics  Research  Corp. 
Attn:  W.  D.  Hodge 
13735  Ambaum  Blyd. 

Seattle  66,  Washington 


Addressee 


Silicon  Transistor  Corp. 

Attn:  H.  E.  Kseppleln 

150  OlenCove  Road 

Carle  Place,  L. I. ,  New  York 

Smith  (E.C.)  Manufacttirlng  Co. 
Forrest  ud  Hector  Streets 
Conshohocken,  Pennsylvania 

Space-General  Corp. 

3i^9  West  First 
De^on,  Ohio 

Space  Technology  Laboratories 
131  N.  LudAow 
Dayton  2,  Ohio 

Sperry  Rand  Corff, 

Sperry  Gyroscope  Co 
118  W.  First  Street 
Dayton  2,  Ohio 

Tang-Industrles,  Inc. 

8  Mercer  Road 
Natick,  Massachiisetts 

Telex,  Inc. 

1633  Eustls  Street 
St  Piul  1,  Mlnesota 

Therm,  Inc. 

200  Hudson.  Street,  Extension 
Ithaca,  New  York 

Thermallc  Electrcmlcs  Corp. 
IU7U3  Lull  Street 
Veui  Nuys,  California 

Topp  Manufacturing  Co. 

5221  W.  102nd  Street 
Los  Angeles  43,  California 

Trans -Sonic s,  Inc. 

Attn:  Robert  L.  Blanchard 
P.  0.  Box  328 

Lexington  73>  Massachxisetts 


1 


Addreesee 

Transltron  Electronic  Corp. 
379  W.  First  Street 
Dayton  2,  Ohio 

Iftilted  Aircraft  Corp. 

11  W.  Monument 
Dayton  2,  Ohio 

lAilted  Aircraft  Corp. 
Research  Laboratories 
UOO  Main  Street 
E.  Hertford  8^  Connecticut 

lAilted  Control  Corp. 

Attn:  Robert  C.  Grondy 
U5U0  IMlon  Bay  Place 
Seattle  Washington 

Iftilted  Electrodynamics,  Inc. 
Attn:  R.  0.  Briggs 
200  Allendale  Road 
Pasadena,  California 

Iftilted  Geophysical  Corp. 
Attn:  R.  G.  Sohlberg 
2650  Foothill 
Pasadena,  California 

U.  S.  Sonlcs  Corp. 

63  Rogers  Street 
Cambridge,  Massachusetts 

Vitro  Corp  of  America 
Springfield  Pike 
Dayton,  Cftilo 

Western  SemcOnductors,  Inc. 
605  Alton 

Santa  Ana,  Ceillfomla 

Western  Treinslstor  Corp. 
Attn:  Harry  Redgrlft 
13021  S.  Budlong  Avenue 
Gardena,  California 

Whitehall  Electronics  Corp. 
1643  Hennepin  Avenue 
Minneapolis,  Minnesota 
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Addressee 


Wlnsco  Instruments  A  Controls  Co. 
Attn:  Donald  J.  Olsqpel 
1^33  26th  Street 
Sants  Monica,  California 

Wrlc(bt  Instruments 
Vestal,  New  York 


Addendtn 

Distrlbutlm  ••  Llit 
Avpllc*tioiw  Iteport 
Project  7-838 


Addressee 

Advanced  Instrument  Corporation 
Attn:  Murtln  Tepper 
1707  "P"  Street 
Belmar,  New  Jersey 

Aero-Med  Electronics,  Inc. 

Attn:  George  L.  Barnard 
20^:6  West  ^Virginia  Avenue,  N.  E. 
Washington  2,  0.  C. 

Ameresco,  Inc. 

19  Center  Avenue 
Little  Palls,  New  Jersey 

Consolidated  Electrodynamics  Corporation 
Transducer  Division 
360  Sierra  Madre  Villa 
I^sadena,  California 

Electronic  Industries  Association 
Working  Group  on  Thermistors,  P-1.6 
1721  DeSales  Street,  N.W. 

Washington  6,  D.  C. 

Geophysics  Corp  of  America 
Geophysics  Laboratory 
Burlington  Boad 
Bedford,  Massachusetts 

Leeds  and  Northrup  Co. 

Attn:  G.  L.  Brown 
4970  Stenton  Avenue 
Rilladelphla  44,  Pennsylvania 

Speer  Research  Laboratory 
Attn:  Freuik  Collins 
Niagara  Falls,  New  York 

Thermo  Electric  Co. 

Attn:  H.  Fllim 

109  Fifth  Street 

Seuidle  Brook,  New  Jersey 

Federal  Bureau  of  Investigation 
F.B.i:.  Laboratory,  Electronics  Section 
Ninth  emd  Pennsylvania  Avenue 
Washlngtcsi,  D.  C. 
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